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Supplementary Figure 1. Schematic of the tip-enhanced Raman scattering (TERS) 

experiments using a combination of scanning probe microscope (OmegaScope-R, 

AIST-NT) and Raman microscope (LabRAM HR Evolution, Horiba). 660 nm laser 

(green) is focused on the gold tip. The angle between the incident laser optical axis and 

y axis is 25o. The angle between the tip axis and z axis is 12o. The frame of axes is the 

same as shown in Fig.1a. The scattered Raman signal is collected by the illumination 

objective. The tip and the laser are stationary, while the sample is scanned in x, y, and 

z-directions.  
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Supplementary Figure 2. Displacement-deflection curve. The cantilever deflection 

is plotted vs the tip-sample displacement of the AFM piezo actuator. The red solid 

straight line shows that after the tip-sample contact the cantilever is deflected linearly, 

as the tip and the sample move upwards together. The corresponding tip and sample 

states at four typical moments are highlighted by dashed lines. 

 

 

 

Supplementary Figure 3. Deviation of tip-sample distance before vdW contact. 

Before vdW contact, the tip-sample distance deviation results from both cantilever and 

piezo displacements. Fluctuation of the cantilever deflection before vdW contact has 

0.12 nm standard deviation. The piezo displacement has the inherent deviation ~ 0.1 

nm. Thus, the total deviation of the tip-sample distance before vdW contact is 

2 20.12 0.1 ≈ 0.16 nm.  
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Supplementary Figure 4. Deviation of tip-sample distance after vdW contact. After 

vdW contact, the deviation of the tip-sample distance is mainly due to the fluctuation 

of the repulsive force which is obtained by the residual of the linear contact line fitting 

in Fig. 2b. The deviation of the repulsive force is 0.67 nN. According to the error 

transfer relation 13
f d

f d

 
 , where 

13

repf Ad  , and f  is the mean repulsive force 

(11.05 nN), and d  is the mean distance after vdW contact (0.3 nm), the deviation of 

the tip-sample distance after vdW contact is 0.0014 nm. 

 

 

 

Supplementary Figure 5. Reproducibility of TERS measurements. Similar results 

were obtained from several spots in FL-MoS2 flake (a and b), on gold substrate (c and 

d) and on carbon nanotubes (e and f). 
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Supplementary Figure 6. Spatial resolution of optical imaging. Optical profile along 

the yellow dashed line in Fig. 4a provides an upper bound for spatial resolution of ~ 20 

nm for optical imaging.  

 

 

Supplementary Figure 7. Schematic of the incident and local fields for enhancement 

factor (EF) calculations. Large red ellipse represents the focused incident laser electric 

field which covers the FL-MoS2 flake shown by the blue rectangle. The area of the flake 

was estimated from the AFM image in Fig. 1c to be SFF = 200*800 nm = 160000 nm2 

and was used as the far-field normalization factor in the EF equation [8]: 

 

 

Here, the numerator FF + NF and the denominator FF are the intensities of the optical 

signals with the gold tip in contact and out of contact with the FL-MoS2, respectively. 

The near field normalization factor SNF = π(RNF)2 = 1256 nm2 was estimated by 

assuming the area of the near field spot to be approximately equal to the size of the tip 

with the radius RNF = 20 nm. The calculated EFs for selected strongest Raman 

transitions of the FL-MoS2 flake in Fig. 1 with 0.32 nm gap are shown in Supplementary 

Table 1.  
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Supplementary Table 1. Enhancement factors (EFs) for selected strongest Raman 

transitions of the FL-MoS2 flake in Fig. 1 with 0.32 nm gap estimated as shown in 

Supplementary Fig. 7.  

 

Transition (cm-1) EF 

A1g-LA (177) 124 

E2g
1 (382) 284 

A1g (408) 3 

A2u (464) 58 

E2g
1+LA (599) -6 

A1g+LA (642) 46 
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Supplementary Note 1 

Tip-sample distance dependence analysis 

The AFM cantilever can be regarded as a spring with the force - deflection 

dependence given by Hooke’s law: cF k , where c is the cantilever deflection. 

The spring constant of the cantilever used in this work was 2.8 /k N m . During the 

measurements, the tip was kept stationary and the sample moved upwards in discrete 

steps (0.2 nm), driven by the piezoelectric actuator with the precision of ~ 0.1 nm. 

The tip-sample piezo displacement and the corresponding cantilever deflection were 

recorded and used to calculate the actual tip-sample distance by following the 

procedure summarized in Fig. 2 and described in more detail below. Supplementary 

Fig. 2 shows the plot of the cantilever deflection versus the tip-sample piezo 

displacement. We denote four typical moments to illustrate the behavior of the tip 

during the tip-sample approach. During moment (1), the sample is far from the tip, 

and the interaction force between the tip and the sample is negligible. Therefore, the 

cantilever deflection stays constant. At moment (2), the displacement-deflection curve 

reveals a singularity, which means that the cantilever is dragged and “jumps” onto the 

sample. This is the so-called “Snap to contact”.[1] In the high vacuum and low 

temperature conditions, the “Snap to contact” occurs typically at the subnanometer 

length scale of tip-sample separation, when the derivative of the force versus tip-

sample separation exceeds the spring constant of the cantilever. However, in ambient 

environment, a liquid film (vapor) can be adsorbed on the sample surface.[2, 3] The 

enhanced adhesive force of the vapor film gives rise to a sudden “jump” over ~ 2 nm, 

when the tip is at the position of ~ 5 nm above the sample surface. After the contact, 

the tip penetrates the film which can only exert a limited repulsive force, while the 

attractive force is still dominant. Therefore, the cantilever deflection slightly 

decreases.[4] At moment (3), the tip breaks through the film and contacts the sample 

surface. The red line in Supplementary Fig. 2 denotes the so-called “contact line,” 

which shows the linear coupling of the sample and the tip movements.[3, 5] We 
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assumed that at the vdW contact the repulsive force is 0.5 nN, which corresponds to 

3.26 Ao vdW diameter. 

 

 

Supplementary Figure 8. Transmission electron microscopy (TEM) image of a 

typical few-layer MoS2 flake.  
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